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Instructions:
•	 Patient label should start at the top of  the 

manufacturers label leaving a gap between the 
cap and the start of  the label.

•	 Label should be placed straight in line with  
the tube.

•	 There should be a gap down the side of  the  
label so that the laboratory can check the  
fill level of  the tube.

If labels cover the whole sample we 
cannot see important factors such 
as haemolysis, lipaemia or incorrect 
volume levels.

In any small tubes where above  
criteria cannot be met, to ensure fast 
turn around times, we advise writing 
animal name and owner surname on 
tube instead.

Correct Labelling Techniques
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Did you know that placing a  
patient label on a tube in the  
incorrect orientation can delay  
your results?
Incorrect labelling of tubes can cause;
•	 Loose or labels with sticky surfaces exposed 

can get stuck inside analysers causing 
downtime or loss of  sample.

•	 Poorly labelled samples may have to be 
manually loaded delaying results.
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